REVISED SPECIFICATIONS                            NNC08258980Q
OPTICAL PROFILER, QTY 1
The item shall meet the following specifications:
RMS repeatability and scanning resolution shall be 0.1 microinch or lower.
Maximum scan range in the Z direction shall be 0.75 inches or greater. Shall be capable of scanning in the Z-direction at the rate of 0.001 inch per second or faster. 
Shall be capable of measuring areas up to 5 inches X 5 inches or greater using an automated motorized X-Y positioner. The joining of numerous images together to create the 5 inch X 5 inch or larger area shall be automated. The field of view of each individual  image shall be 0.08 inches X 0.08 inches or greater. 
Shall be capable of expanding to field of view of 0.75 inch or greater using existing catalog items.
Shall have a high intensity LED white light source; computer controlled or equivalent.. 
Shall have a 15 inch or larger viewing monitor and separate PC monitor.
Analysis software shall be provided.
Installation and training at NASA shall be provided.
Instruction manual shall be provided.
