Chamber specifications:

Apply to both chambers

Chamber dimensions:


OD


16”


ID


11.75”


Height


8.38”

Pressure:


Rough:


10^-3 torr


Hi-Vac:

10^-7 torr

Feed throughs:


6 2 ¾” conflat





1 6” conflat
Vacuum measurement:
Both rough and high vacuum regions
Rough/backing pump:

Oil free mechanical KF attachments
Hi-Vac pump:


Rotary Turbo pump 
6” conflat to chamber







KF to backing pump

Hoses and valves to connect turbo and backing pump, isolate turbo from backing pump and chamber (6” CF gate valve), provide chamber venting, allow for vacuum measurement on roughing line and adapter to plumb in dry nitrogen purge. 

Chamber top:


O-ring seal to chamber


6” conflat feed through


Reducer conflat from 6” to 2 ¾” 

Vacuum measurement:  


Pressure gauge controller


Ion gauge


Thermo-couple gauge

Conflat feed throughs:





6 2 ¾” blanks





5 2 ¾” BNC 2 pins





1 2 ¾” 5 kV 8 pins

